Veterinary Anesthetic Equipment, Accessories, and Services

Anesthetic Machine Service Includes:

- A verification and test of all the components of the machine.
- A pressure test of the machine and vaporizer.
- An output verification of the vaporizer.

The Verification and Test Includes Verifying the Proper Operation and Condition of:

- The high and low-pressure circuits of the machine.
- The flow meter(s) and oxygen flush valve.
- The rebreathing circuit and accessories.
- The gas scavenging circuit.
- The overall condition of the machine.

The Pressure Test of the Machine and Vaporizer Includes:

- A test of high and low pressure circuits.
- A test for the breathing circuit.
- A test for the vaporizer (internal and external).

The Output Verification of the Vaporizer Includes:

- A visual examination of the vaporizer.
- A check of the vaporizer output through the full range of settings.

A Service and Recalibration of the Vaporizer is Recommended if:

- The output is not within accepted limits.
- The vaporizer fails the pressure test.
- The vaporizer is visibly in poor condition.
- The vaporizer has not been cleaned and recalibrated in the last five years.